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Abstract
Purpose: Accurate and ecient guidance of needles to procedural targets is critically important15
during percutaneous interventional procedures. Ultrasound imaging is widely used for real-time
image guidance in a variety of clinical contexts, but with this modality, uncertainties about the
location of the needle tip within the image plane lead to signicant complications. Whilst sev-
eral methods have been proposed to improve the visibility of the needle, achieving accuracy and
compatibility with current clinical practice is an ongoing challenge. In this paper, we present a20
method for directly visualizing the needle tip using an integrated ber optic ultrasound receiver in
conjunction with the imaging probe used to acquire B-mode ultrasound images.
Methods: Needle visualization and ultrasound imaging were performed with a clinical ultra-
sound imaging system. A miniature ber optic ultrasound hydrophone was integrated into a 20
gauge injection needle tip to receive transmissions from individual transducer elements of the ultra-25
sound imaging probe. The received signals were reconstructed to create an image of the needle tip.
Ultrasound B-mode imaging was interleaved with needle tip imaging. A rst set of measurements
was acquired in water and tissue ex vivo with a wide range of insertion angles (15 - 68 degrees) to
study the accuracy and sensitivity of the tracking method. A second set was acquired in an in vivo
swine model, with needle insertions to the brachial plexus. A third set was acquired in an in vivo30
ovine model for fetal interventions, with insertions to dierent locations within the uterine cavity.
Two linear ultrasound imaging probes were used: a 14-5 MHz probe for the rst and second sets,
and a 9-4 MHz probe for the third.
Results: During insertions in tissue ex vivo and in vivo, the imaged needle tip had sub-millimeter
axial and lateral dimensions. The signal-to-noise (SNR) of the needle tip was found to depend on35
the insertion angle. With the needle tip in water, the SNR of the needle tip varied with insertion
angle, attaining values of 284 at 27 degrees and 501 at 68 degrees. In swine tissue ex vivo, the
SNR decreased from 80 at 15 degrees to 16 at 61 degrees. In swine tissue in vivo, the SNR varied
with depth, from 200 at 17.5 mm to 48 at 26 mm, with a constant insertion angle of 40 degrees. In
ovine tissue in vivo, within the uterine cavity, the SNR varied from 46.4 at 25 mm depth to 18.440
at 32 mm depth, with insertion angles in the range of 26 to 65 degrees.
Conclusion: A ber optic ultrasound receiver integrated into the needle cannula in combination
with single-element transmissions from the imaging probe allows for direct visualization of the
needle tip within the ultrasound imaging plane. Visualization of the needle tip was achieved
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at depths and insertion angles that are encountered during nerve blocks and fetal interventions.45
The method presented in this paper has strong potential to improve the safety and eciency of
ultrasound guided needle insertions.
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I. INTRODUCTION50
Precise and ecient guidance of needles to tissue targets in the human body is critical in
a wide range of interventional procedures, such as fetal interventions, nerve blocks, central
venous catheterisations and tumor biopsies/ablations [1{4]. Ultrasound (US) imaging is
widely used for image guidance, but determining the needle tip location with respect to the
US imaging plane can be challenging, even for experienced practitioners. One problem is55
that thin needles readily bend and deviate from the imaging plane so that the locations
of their tips may be unknown. A second is that a proximal part of the needle shaft that
intersects the imaging plane can be mistaken as the tip. A third is that needles tend to
have poor echogenicity during large-angle insertions, particularly when incident US beams
are reected outside the aperture of the imaging probe [5, 6]. In the context of nerve blocks,60
misinterpreting the position of the needle tip can result in severe complications such as nerve
damage [7], local anaesthetic toxicity [8], and pneumothorax [9].
Many methods have been proposed to improve the ultrasonic visibility of medical devices.
A prominent method is embodied in echogenic needles, in which surface modications in-
crease backscattering toward the ultrasound imaging probe. However, the use of echogenic65
needles can be challenging for insertion angles greater than 50 degrees [10], and they can pro-
duce severe image artifacts. Other methods include image processing, shaft vibrations with
piezoelectric elements [11], acoustic radiation force imaging [12], and Doppler imaging [13].
Photoacoustic imaging could also be useful for needle visualsation, as it can provide contrast
for needles [14] and optical bers positioned within needles to deliver excitation light [15].70
Mechanically constraining the position of the needle relative to the US probe which can
be performed with mechanical needle guides [16] and linear bearing devices [17], is not
frequently used in clinical practice since re-insertion is required to change to the needle
trajectory. Compared with 2D US imaging, 3D US imaging provides improved needle vi-
sualization [18{20], but in most clinical elds it is used infrequently due to the high cost75
and the bulkiness of the probes; moreover, the frequencies are too low for many applications
where high spatial resolution is required.
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Needle tip positions can also be obtained directly using integrated sensors. Electromag-
netic (EM) sensors are notable as they have been widely used in patients in dierent clinical
contexts. A prominent disadvantage of EM sensors is that that their accuracy can be severely80
degraded by EM eld disturbances, including those that arise from commonplace items such
as metal tables and instruments [21]. Additionally, they can involve bulky external sensors.
Ultrasonic device tracking (UDT) could overcome many of the limitations of EM sensors.
With this method, a miniature ultrasound sensor is integrated into the needle. During nee-
dle insertions, the sensor receives transmissions from the ultrasound imaging probe located85
at the surface of the patient. Recently, needle tracking with a two-dimensional array of
ultrasound imaging elements was demonstrated. This demonstration by Nikolov et al. in-
troduced the concept of reverse beam-forming in the context of 3D imaging, in which the
needle tip is eectively imaged using the time-delays associated with one-way ultrasound
propagation from elements in the imaging probe to the needle tip. Implementations of this90
approach with a commercial external ultrasound imaging probe were recently explored [22].
Reception of ultrasound at the device tip can be used to trigger the transmission of a pulse
from a source in the device, which can be directly visualized using the external US imaging
probe [23]. One of the central requirements for UDT is a sensitive ultrasound sensor that
is suitable for integration into medical devices. Piezoelectric ultrasound sensors that are95
currently available may be suboptimal in this respect, in part due to the challenges with
their integration into small diameter needles.
In this study, an ultrasonic tracking system was developed in which a ber optic hy-
drophone (FOH) was integrated into a 20 gauge needle. The received signals were recon-
structed to obtain an image of the needle tip. Testing was performed with phantoms, and100
swine tissue ex vivo and in vivo.
II. MATERIALS AND METHODS
A. Ultrasonic tracking system
Ultrasound imaging was performed with a clinical system (SonixMDP, Analogic Ultra-105
sound, Richmond, BC, Canada) that was operated in research mode. The US imaging probe
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FIG. 1. Schematic of the ultrasonic tracking system.
is a 1D array of 128 transducer elements (L14-5/38, 14-5 MHz Bandwidth, 300 m pitch,
Analogic Ultrasound, Richmond, BC, Canada). A FOH (Precision Acoustics, Dorchester,
UK) was inserted into the cannula of a 20 gauge spinal needle (Terumo, Surrey, UK) so that
its tip was ush with the bevel surface (Figure 1). The FOH was xated within the needle110
cannula with a small quantity of epoxy applied proximal to the distal end face. With the
FOH protected by the surrounding cannula, its performance was found to be unchanged
after repeated insertions of the needle into soft tissue. Briey, the hydrophone comprises a
thin lm Fabry-Perot interferometer deposited at the distal end face of a single mode ber
(Figure 1). The interferometer is a polymer spacer sandwiched by two gold-coated mir-115
rors. Impinging US waves modulate the spacer thickness; they are detected as modulations
in the intensity of back-reected laser light. The distal end of the FOH is 125 m which
corresponds to the cladding diameter of the ber. The pressure-voltage sensitivity and the
noise equivalent pressure (NEP) are 580 mV/MPa and 15 kPa, respectively; these and other
characteristics of the FOH are provided in Ref. [24].120
The ultrasound imaging system was controlled with a custom Labview program (National
Instruments, Austin, Texas), which served as an interface to low-level libraries for acquisition
of B-mode images and transmission of ultrasound pulses for tracking. Acquisitions of B-mode
US images were interleaved with tracking transmissions. B-mode US images were acquired
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using conventional pulse-echo transmit-receive sequences, with 128 A-scans per image and125
electronic focusing using an aperture of 64 elements. US transmissions for tracking comprised
a sequence of 128 transmissions in which a bipolar electrical pulse excited each transducer
element of the imaging probe [Figure 2(a)]. The duration of this excitation pulse was chosen
so that its specied center frequency was 10 MHz.
Acquisitions of FOH data were synchronized with the tracking transmissions. Two output130
triggers were used: a frame trigger corresponding to the start of each B-mode image frame,
and a line trigger corresponding to the start of each A-line. The FOH signal acquisition
were triggered by the frame trigger, and digitized at 100 MS/s by a DAQ card (USB-5132,
National Instrument, Austin, Texas). The line trigger signals were acquired by a second
channel of the same DAQ card; once digitized, they were used to parse the FOH data. The135
data from both channels were sent to the PC in the ultrasound system. A B-mode-tracking
image pair was acquired in 20 ms, which could result in a frame rate of 50 Hz. However,
to limit the data transfer rate in this study, a delay between the acquisitions of each image
pair was imposed, so that the actual frame rate was 1 Hz.
140
B. Image processing
Real-time data image reconstruction was performed in MATLAB (MathWorks, Natick,
Massachusetts) within the Labview programming environment (Figure 1). B-mode ultra-
sound image processing of RF data included band-pass ltering, envelope detection with the
Hilbert transform, and logarithmic transformation prior to display. US tracking images of145
the needle tip were reconstructed with a Fourier-domain algorithm, the k-Wave MATLAB
toolbox [25].
Using the principle of reciprocity, US tracking images were reconstructed with a Fourier-
domain algorithm, as implemented with the k-Wave MATLAB toolbox [25]. The algorithm
can be understood by analogy with photoacoustic imaging: just as a point source can trans-150
mit ultrasound waves that are detected with multiple transducer elements and reconstructed
to obtain an image of the source [26], ultrasound waves that are transmitted from multiple
transducer elements and detected with the FOH (Figure 2b) can be reconstructed to obtain
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FIG. 2. Schematic illustration of the tracking algorithm, which includes (a) transmission from single
transducer elements of the ultrasound imaging probe; (b) detection of ultrasound transmissions by
the ber optic hydrophone; (c, d) Ultrasonic tracking image reconstruction.
an image of the FOH (Figure 2d). Given that the FOH receives ultrasound at the needle
tip, the image of the FOH can be interpreted as an image of the needle tip.155
C. Experiments
The performance of the US tracking system was measured with needle insertions in two
dierent media. A tank of demineralized water, which was not degassed, was chosen as the
rst medium, as it allowed for unconstrained motion of the needle. The needle was held
rigidly on a linear translation stage and insertions were performed at three angles: 27, 48, and160
68 degrees. A swine tissue ex vivo that comprised skin, fat, and muscle tissue was chosen as
the second medium, with insertions performed at angles of 15, 42 and 61 degrees. With both
media, B-mode images and US tracking images were acquired at dierent depths, when the
needle was stationary and the imaging probe was mechanically xed in position. To measure
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the spatial resolution with which the needle tip could be visualized, the axial and lateral165
proles of reconstructed needle visualization images were obtained and the corresponding
full-width at half-maximum (FWHM) values were calculated. As a measure of sensitivity, the
signal-to-noise ratios (SNR) of the needle visualization images were calculated for dierent
insertion angles. To estimate the SNR, a 2 mm x 2 mm area enclosing the hydrophone tip
was dened as the signal region, and a 2 mm x 2 mm region outside the signal region was170
dened as the noise region. The SNR was calculated as the maximum amplitude of the
image values in the signal region divided by the standard deviation of the image values in
the noise region.
To provide a preliminary indication of the performance of the needle visualization system
in clinically realistic conditions, insertions to the brachial plexus of a swine were performed175
in vivo using a linear array, 14-5 MHz ultrasound imaging probe. The needle was inserted
at a 40 degree angle and subsequently withdrawn along the same trajectory as the insertion.
A second in vivo experiment was performed to evaluate the potential of the system to
guide needle insertions in fetal surgery, using a linear array, 9-4 MHz ultrasound imaging
probe. Insertions were performed at 2 locations in amniotic uid, and 5 locations in a fetus:180
muscle femur, right ventricle, trachea, umbilical vein, stomach. During the experiments,
the sheep was maintained under general anesthesia, as previously described [27]. All proce-
dures on animals were conducted in accordance with U.K. Home Oce regulations and the
Guidance for the Operation of Animals (Scientic Procedures) Act (1986). Ethics approval
was provided by the joint animal studies committee of the Royal Veterinary College and the185
University College London, United Kingdom.
III. RESULTS
With needle insertions performed in water, the tip was clearly apparent in the US tracking
images as a single, conned region with high signal amplitude (Figure 3a). At an insertion
angle of 68 degrees, this region had a second maximum at a slightly greater depth than the190
other (z0.25 mm). Excellent agreement between the tracking and B-mode US images was
observed for insertion angles up to 68 degrees. At larger insertion angles, the lack of visibility
of the needle in the B-mode US images precluded a direct comparison. The axial and lateral
widths of the needle tip region were both consistently less than 1 mm, with values of 0.47
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FIG. 3. Needle insertions into water at dierent angles. Ultrasound images and tracking images
are compared in (a). The axial and lateral proles of the reconstructed needle tip at an insertion
angle of 27 degrees are shown in (b). The FWHM and SNR values of the axial and lateral proles
of the imaged needle tip for all insertion angles are compared in (c) and (d), respectively.
mm and 0.92 mm at an insertion angle of 27 degrees (Figure 3b,c). The signal-to-noise ratio195
(SNR) varied with the needle insertion angle; the highest and lowest values were 501 and
287, which were observed at insertion angles of 68 and 27 degrees, respectively (Figure 3d).
US tracking images obtained with needle insertions into swine tissue ex vivo were similar
to those in water, albeit with decreased SNRs (Figure 4a; top). At insertion angles of 42 and
61 degrees, the needle tip region of the tracking images comprised two maxima with similar200
depth separations as that observed with the needle tip in water. Within this heterogeneous
medium in which fascial planes, muscle, and adipose tissue were present, the needle had
lower visibility on B-mode ultrasound images as it did in water; nonetheless, the insertion
angle could still be resolved at angles up to around 61 degrees (Figure 4a; bottom-right).
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FIG. 4. Insertions into a swine sample ex vivo at dierent angles. Ultrasound and tracking images
are compared in (a). The axial and lateral proles of the reconstructed needle tip with an insertion
angle of 15 degrees are plotted in (b). The FWHM and SNR values of the axial and lateral proles
of the imaged needle tip for all insertion angles are compared in (c) and (d), respectively.
The axial and lateral proles of the needle tip region of the tracking image were similar205
across insertion angles, they attained values of 0.33 mm and 0.98 mm at an insertion angle
of 15 degrees (Figure 4b,c). The SNR varied from a maximum of 80 at 15 degrees, to a
minimum of 16 at 61 degrees.
With insertions performed to the brachial plexus of the swine in vivo, needle tip visibility
was comparable to that of water and signicantly higher than that obtained in swine tissue210
ex vivo (Figure 5a). In the B-mode ultrasound images, the brachial plexus manifested as
a hyperechoic region beneath the artery/vein pair (Figure 5c). With US tracking images
obtained as the needle was retracted to the tissue surface (3 mm/s), the axial width of
the needle tip region remained nearly constant while the lateral width decreased. At the
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brachial plexus, the axial and lateral widths were 0.25 and 1.3 mm, respectively (Figure 5b).215
The SNR varied from 200 at a depth of 17.5 mm, to 48 at a depth of 26 mm (Figure 5d).
During insertions performed within the uterine cavity of the sheep in vivo, the needle
tip reached anatomical target depths in the range of 25 to 41 mm, with insertion angles
of 26 to 65 degrees (Table 1). The SNR was above 18 at all anatomical targets, and it
reached a maximum of 46.4 in the muscle femur of the fetus (insertion depth/angle: 25220
mm/26 degrees). There did not appear to be a consistent relationship between the SNR
and the insertion depth or between the SNR and the insertion angle. The FWHM values in
the lateral dimension were consistently higher than those in the axial dimension; the former
were below 1.69 mm and the latter were below 0.58 mm.
IV. DISCUSSION AND CONCLUSIONS225
This study presented a method for in-plane visualization of the needle tip during
ultrasound-guided interventions, using a FOH integrated into the needle cannula and image
reconstruction of the FOH signals. This method allowed for two ultrasound image types to
be obtained: conventional B-mode ultrasound images, and US tracking images that were
reconstructed with signals from the FOH. Since the two images were obtained with the230
same ultrasound imaging probe, they were inherently co-registered, with the same assumed
speed-of-sound values used in both cases. However, given that the corresponding recon-
struction methods are dierent, the artifacts resulting from speed-of-sound errors may dier
slightly. As a result, the tracking accuracy can be measured by the size of the imaged needle
tip. Whilst this study did not address the absolute position accuracy of ultrasonic tracking,235
it is accurate co-registration between the B-mode ultrasound and the needle visualization
images that is of highest clinical importance. Within all four insertion media considered in
this study, the axial and lateral sizes of the needle tip in the needle visualization images
were very similar to the needle diameter (0.91 mm) and the bevel length of the needle
(1.8 mm), respectively. The accuracy with which the needle tip can be tracked in plane240
should therefore be sucient for clinical practice. To directly compare the tracking method
used in this study with others, both in terms of spatial accuracy and usability in real clinical
contexts, standardized performance metrics and testing conditions are required.
With its small diameter, the FOH was well suited to integration into a needle, and it
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could readily be integrated into a wide range of dierent medical devices. In the context245
of needle tracking, the FOH has several prominent advantages. One advantage is its broad
bandwidth (1-50 MHz) [24], so that an FOH can be used for a broad range of clinical
ultrasound imaging probes. A second, which stems from its optical design, is its insensitivity
to EM eld disturbances that aict EM tracking systems. A third is the simplicity of
its design, which lends itself well to high-volume manufacturing and low manufacturing250
costs that are compatible with single-use devices. Variants of the FOH used in this study,
which could include smaller single-mode bers with 50 or 80 m cladding diameters, could
facilitate integration into small diameter devices. Future studies could focus on more rened
designs for integrating the FOH into the needle tip than those considered in this study,
which could include a side-arm tting at the proximal end of the needle to allow for uid255
delivery and hydrostatic pressure measurements without removing the FOH. This method
was demonstrated on imaging probes with straight linear arrays but it could also be applied
to curvilinear probes as well.
The SNR of the US tracking images was sucient for tracking at steep insertion angles
where ultrasound visualization is very challenging. For instance, with the insertion angle260
of 65 degrees that was included in this study, some echogenic needles are reported to be
barely visible [10]. Considering the relatively low attenuation of the ultrasound signals for
biological tissues (1 dB/cm/MHz) [28] and the high SNR (26.6) achieved at 4.1 cm (Table
1), tracking with the needle tip at depths signicantly greater than 4 cm should be feasible
with the current system. The lower SNRs obtained with insertions into tissue ex vivo may265
have resulted from changes to the tissue from post-mortem handling; the SNR obtained in
tissue in vivo was comparable to that of water.
The SNR of the tracking system depends on several parameters that relate to the needle
position, the imaging probe, and the characteristics of the medium. These parameters
include the needle insertion angle, the coordinates of the needle tip relative to the imaging270
probe, the frequency bandwidth and the sensitivity of the imaging probe, the acoustic out-
of-plane focus of the imaging probe, and the heterogeneity of the tissue. Experimentally,
control and measurement of all of these parameters can be very challenging, particularly in
an in vivo context where there is physiological motion and slippage of the ultrasound imaging
probe relative to the tissue surface. Our experience with linear ultrasound imaging probes is275
that SNR values depend very sensitively on movements of the needle tip in the out-of-plane
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FIG. 5. Needle insertion to the brachial plexus of a swine in vivo. Needle tracking (a) and
ultrasound images (c) were obtained at several positions as the needle tip was retracted. The axial
and lateral proles of the imaged needle tip at three depths (p1, p2 and p3) are plotted in (b).
The SNR and FWHM values of the axial and lateral proles of the imaged needle tip at all three
depths are compared in (d).
direction. The data obtained from the ovine model, which include ranges of depths and
insertion angles representative of those observed in clinical practice, provided indications of
the variability of the SNR and the FWHM values. One method for increasing the SNR could
be to increase the sensitivity of the FOH, for instance by using a Fabry-Perot interferometer280
cavity with a curved distal surface to increase the nesse [29]. A second method could be
to use coded excitation algorithms, such as those applied in other contexts [30].
The frame rate and image quality of the current system could readily be increased with
software optimizations. The choice of a Fourier-domain method for reconstructing FOH
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TABLE I. Performance characteristics of the needle tracking images, obtained from needle inser-
tions into fetal sheep within the uterine cavity in vivo. The signal strength was measured by the
Signal-to-Noise Ratio (SNR); the tracking accuracy, by the Full-Width-at-Half-Maximum (FWHM)
values in the axial and lateral dimensions. The standard deviations (S.D.) were calculated from
repeated measurements with the needle held manually at xed positions.
Anatomical Insertion Lateral Insertion SNR FWHM axial FWHM lateral
location depth position angle (mean  S.D.) (mean  S.D.) (mean  S.D.)
(mm) (center = 0 mm) (degrees) (mm) (mm)
Muscle femur 25 -8.5 26 46.4  6.3 0.58  0.06 1.69  0.06
Right ventricle 31 5.2 65 23.6  2.6 0.52  0.06 1.19  0.14
Trachea 32 4.2 48 18.4  3.8 0.40  0.11 1.07  0.15
Amniotic uid 33 4.6 56 31.6  6.9 0.39  0.02 0.96  0.06
Umbilical vein 33 1.4 51 27.0  3.2 0.57  0.11 0.92  0.13
Stomach 39 -5.8 49 25.4  9.6 0.45  0.05 0.97  0.06
Amniotic uid 41 -2.2 57 26.6  5.7 0.43  0.02 0.97  0.05
signals was made on the basis of accuracy; its implementation in Matlab was for computa-285
tional expediency. Future implementations could include graphics processing units [31] or
eld programmable gate arrays (FPGAs) [32]. Ultimately, B-mode ultrasound image pro-
cessing could be informed by the FOH signals. For instance, the US tracking image could
be used to automatically select an electronic focus for the B-mode ultrasound images and
even to optimize electronic focusing.290
Determining both the position of the needle tip when it is outside of the ultrasound
imaging plane and the orientation of the needle will be important next steps for the method
developed in this study. Out-of-plane information about the position of the needle tip could
be particularly valuable for out-of-plane insertions, including navigation to the spinal region
when in-plane insertions are not possible. This information could potentially be obtained295
with ultrasound imaging probe that comprises both a linear array of transducer elements
that are focused with an acoustic lens, and additional transducer elements that are unfocused
to provide out-of-plane tracking information.
The US tracking method presented in this study is compatible with current clinical prac-
15
tice, and therefore it has strong potential to increase procedural eciency and to decrease300
the risks of complications.
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